Earphone termination and the response of behind-the-ear hearing aids.
An investigation was carried out on the effects on hearing aid response of placing the earphone in the earmould rather than in the case of a behind-the-ear hearing aid. Results from a number of physical configurations are reported and discussed and it is shown that it is possible to achieve a considerable reduction in the height of frequency response peaks. On the basis of the research reported some specific recommendations are made about future aid design.